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Overview  
Recently, there has been increasing use of high resolution and 
accurate mass LC-MS/MS systems for drug screening in forensic 
toxicological settings. More notably, a fast method that can 
detect an unlimited number of analytes with all information 
afforded by this technology, such as mass accuracy, LC 
retention time, and MS/MS spectral library matching, is 
desirable. In this technical note, we present an ultra-fast forensic 
toxicological screening method using the new SCIEX X500R 
QTOF system and SCIEX OS 1.0 software. The LC runtime of 
this method is 2.5 minutes. Two different non-targeted data 
acquisition methods were used and compared, both of which 
yielded data that can be analyzed retrospectively.  

 

 

Introduction 
There are several critical attributes of a high-confidence and 
high-efficient forensic screening method: (1) the method must 
generate all necessary information to unequivocally identify a 
compound, (2) retrospective analysis can be performed without 
re-injecting the sample when new targeted compounds are being 
added to the screened panel, (3) the method should be robust 
and does not require lengthy sample preparation procedures, 

and (4) data processing should be fast and straight-forward so 
even inexperienced laboratory personnel should be able to 
process data without much difficulty. 

Forensic toxicological screening is challenging, however, 
because: (1) usually there are more than hundreds of 
compounds to be screened with drastically varying chemical 
properties, (2) new compounds are constantly introduced to 
evade the current targeted methodologies, (3) current analytical 
techniques such as immunoassay are slow and inflexible to 
adapt to the new analytes, lack specificities, and often require 
multiple individual tests to complete the entire panel of targeted 
compounds. 

Mass spectrometry (MS), especially the high resolution accurate 
mass system such as Time-of-flight (TOF) mass spectrometer, is 
a great fit for such screening applications because the data 
generated from these systems provides structural information for 
every possible analyte. Typically, scanning across the full mass 
range provides the fine spectral details of the precursor ions of 
the analytes. After coupling to a quadrupole mass filter, such a 
mass spectrometer (Quadrupole-TOF or QTOF) is capable of 
providing the full-scan information of not only the precursors 
ions, but also all the product ions in very high resolving power. 
Modern QTOF systems provide the capability of switching 
between MS and MS/MS scans instantly, enabling structural 
information to be obtained very quickly. 

There are mainly two approaches to acquire MS/MS information 
for screening purpose: Information-dependent-acquisition (IDA) 
or Data-dependent-acquisition (DDA), and MS/MSAll. For IDA-
MS/MS, a survey scan is performed to collect the information on 
the precursor ions, followed by multiple dependent MS/MS scans 
for several of the most abundant precursor/candidate ions. 
Choices of these candidate ions are made with artificial 
intelligence in the software program by sorting through the 
observed intensities of the precursor ions. As each MS/MS scan 
is performed after mass filtration (by Q1) of single precursor ion, 
the IDA-MS/MS spectrum is free of interfering species. 

IDA-MS/MS is biased, however, because it favors the ions with 
higher intensities. An unbiased MS/MS data acquisition 
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approach that collects MS/MS information for everything, all the 
time (MS/MSAll), has become more popular in forensic screening. 
Most of the existing MS/MSAll techniques collect MS and MS/MS 
information for all ions in an alternating fashion, i.e. MS scan of 
all precursor ions, followed by MS/MS scan of the fragments of 
all precursor ions.  

MS/MSAll with SWATH® acquisition is a novel MS/MSAll 
technique. In every data cycle, the instrument acquires TOF-MS 
information first, and then it sequentially acquires MS/MS 
information of all precursor ions across a specified mass range in 
pre-divided Q1 mass isolation windows. SWATH® acquisition 
records MS/MS information of everything all the time, and it 
significantly improves the MS/MS data quality by allowing 
sequentially programed Q1 isolations therefore more selective 
MS/MS data collection compared to other MS/MSAll techniques. 

LC-MS/MS technology combines separation (LC) and detection 
(MS, and MS/MS) and is widely used for screening applications. 
Mostly, the duration of LC runtime in these studies vary from 5 to 
20 min. For high-throughput laboratories, a fast screening 
method is desired. 

In this study, we aimed to develop an ultra-fast screening 
method in a forensic toxicological setting using the SCIEX 
X500R LC-MS/MS system with SCIEX OS software 1.0. We also 
aimed to compare IDA-MS/MS and MS/MSAll with SWATH® 
acquisition for this fast screening method. 

Experimental  
Sample Preparation 

Dilute and Shoot. Blank urine samples were spiked with multiple 
drugs commonly found in forensics setting at different 
concentration levels. Typically, samples were diluted 10-fold in 
10% methanol and centrifuged. The clear supernatants were 
transferred to autosampler vials and 10 µL of each sample was 
injected.   

List of Target Compounds 

In this study, we have evaluated two sets of samples with two 
different groups of compounds for screening. Spiked compounds 
in Sample Set 1 are shown in Table 1.  

Samples 

Sample Set 1: Urine samples spiked with compounds in Table 1. 
Four calibrators and two QC samples were prepared. The 
concentrations in the calibrators were 50%, 100%, 300% and 
1000% of cutoff (CO1) concentration. The two QC samples were 
200% and 600% of CO1 concentrations respectively. Injection 
volume was 10 µL. 

Sample Set 2: Second set of urine samples contained a 
calibrator set spiked with compounds similar to what is described 
in Table 1 with minor differences. Cutoff concentrations in 
Sample 2 (CO2) were slightly higher than Sample Set 1. There 
are 7 levels of calibrators: 40%, 80%, 100%, 200%, 300%, 500% 
and 1000% of CO2 concentration. There were also 20 urine 
samples with unknown number of compounds. Injection volume 
was 5 µL. Dilution factor for Sample set 2 was 4. 

LC Condition 

HPLC separation was on Phenomenex Synergi Hydro-RP 
column (20 × 2 mm, 2.5 µm). Mobile phase A was 10 mM 
ammonium formate in water and mobile phase B was 0.1% 
formic acid in methanol. Figure 2 shows the gradient information. 

 

Figure 2. LC Gradient Information   

 

Figure 1: Principle of SWATH® acquisition in fixed window size. 
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MS and MS/MS Conditions 

Source conditions used are detailed in Table 2. Figure 3 shows 
the method settings for IDA-MS/MS and SWATH® acquisition 
methods. 

 

 

Data Analysis: Confidence Settings and 
Screening Criteria 

Data was processed in SCIEX OS software version 1.0. In this 
study post acquisition data processing was performed in a 

Table 1:  Compound list for Set 1.  

Compounds list/Cutoff concentrations      

Compounds (ng/mL) Compounds (ng/mL) Compounds (ng/mL) 

6-MAM 10 EDDP 100 Mitragynine 10 

7-Aminoclonazepam 50 Fentanyl 2 Morphine 50 

7-Hydroxymitragyline 10 Gabapentin 100 Naloxone 50 

Acetyl Fentanyl 2 Hydrocodone 50 Naltrexone 50 

Alpha-Hydroxyalprazolam 50 Hydromorphone 50 N-desmethyltapentadol 50 

Alpha-hydroxymidazolam 50 Imipramine 50 Norbuprenorphine 20 

Alpha-hydroxytriazolam 50 JWH-018 4-OH pentyl 10 Norcodeine 50 

Alpha-PPP 10 JWH-018 pentanoic acid 10 Nordiazepam 50 

Alpha-PVP 10 JWH-019 6-OH hexyl 10 Norfentanyl 2 

Alprazolam 50 JWH-073 3-OH butyl 10 Norhydrocodone 50 

AM-2201 4-OH pentyl 10 JWH-073 butanoic acid 10 Normeperidine 50 

Amitriptyline 50 JWH-122 5-OH pentyl 10 Noroxycodone 50 

Amphetamine 100 JWH-210 5-OH pentyl 10 Norpropoxyphene 100 

Benzoylecgonine 50 JWH-250 4-OH pentyl 10 Nortriptyline 50 

Buphedrone 10 Lorazepam 50 O-Desmethyltramadol 50 

Buprenorphine 20 MDA 100 Oxazepam 50 

Carisoprodol 100 MDEA 100 Oxycodone 50 

Clomipramine 50 MDMA 100 Oxymorphone 50 

Codeine 50 MDPV 10 PCP 25 

Cotinine 50 Meperidine 50 Pregablin 100 

Cyclobenzaprine 50 Mephedrone 10 Propoxyphene 100 

Desalkylflurazepam 50 Meprobamate 100 Protriptyline 50 

Desipramine 50 Methadone 100 Ritalinic acid 50 

Desmethyldoxepin 50 Methamphetamine 100 Sufentanil 2 

Dextromethorphan 50 Methedrone 10 Tapentadol 50 

Diazepam 50 Methylone 10 Temazepam 50 

Dihydrocodeine 50 Methylphenidate 50 Tramadol 50 

Doxepin 50 Midazolam 50 Zolpidem 50 

        THC-COOH 20 
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targeted screening approach, in which samples were evaluated 
against a targeted list of compounds. 

The user simply needs to enter the names, molecular formulas 
and retention times for all the targeted compounds. An MS/MS 
library (SCIEX Forensics High Resolution MS/MS Spectral 
Library) was used for MS/MS library matching. Both IDA-MS/MS 
and SWATH® acquisition are non-targeted data acquisition 
methods, therefore the generated data (MS and MS/MS) from  

these two approaches can be retrospectively analyzed. This 
means that compounds that were not monitored previously can 
be screened at a later time without the need for re-injecting the 
samples.  

The main confidence criteria for screening that were used were 
mass error, RT error, isotope ratio difference, and library score. 
A traffic light system was used in which different colors were 
assigned to different performance levels. For instance, for mass 
error, green represents mass error less than 5 ppm, orange 

represents mass error between 5 and 10 ppm, and red 
represents mass error larger than 10 ppm. Color representation 
for all the four criteria are shown in Figure 4. 

Either some or all criteria can be used together to determine 
positive identification. All the qualifying compounds are 
automatically made visible (positive identification). The user has 
the option to further interrogate the data and manually remove 
potential false positives, thus rendering highly confident 
screening results. Figure 5 is an exemplary setting for positive 
identification.  What this means is that any preliminary qualifying 
positive identification needs to satisfy the following criteria: 1) 
Peak is detected, 2) mass error better than 5 ppm, 3) RT error 
better than 10%, and 4) library matching score better than 30%. 

For quantitation, the TOF-MS data from both IDA and SWATH® 
acquisition can be used. It is worth mentioning that the MS/MS 
data from SWATH® acquisition can also be used for quantitation 
and compound identification through ion ratios, but we did not 
test that in this study but has been demonstrated in a study 

 
Figure 3.  IDA-MS/MS (A) and SWATH® acquisition (B) settings. 
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described in a previous technical note [1].  

Figure 6 is an example of defining a component for integration. 
In this example, EDDP was defined at 1.54 minutes, while its 
isomer amitriptyline was the peak on the right at 1.65 minutes. 

 

Table 2: Source parameters. 

Polarity Positive ionization 

Source temperature (°C) 600 

GS1 (psi) 60 

GS2 (psi) 60 

Curtain gas (psi) 30 

CAD gas (psi) 7 

Spray voltage (V) 2500 

 
 
 
 

 

 

Figure 4. Example of configuration of confidence levels. 

 

 

 

Figure 5. Typical setting to determine positive identification. 

 
 

MS/MS spectral library matching is the most integral part of the 
screening workflow as an MS/MS spectrum provides the 
fingerprint-like structural details of a compound and a carefully 
designed spectral matching adds the most powerful piece of 
evidence for a confident identification. A composite of fragment-
rich MS/MS spectra from different compounds is the foundation 
for this critical step. To obtain a spectrum with rich fragment ion 
information, when building the MS/MS library, a gradual ramping 
of collision energy was performed during MS/MS scan from 20 to 
50 V. In this study, for both IDA and SWATH® acquisition, the 
MS/MS data was collected in the same way for the best match 
between the acquired data and the spectral library. 

Results 
LC Performance 

Previously we have reported a 2-minute LC method using a 
similar 20 × 2.0 mm dimension column for a similar fast 
screening method [2]. In this study, we have optimized the 
condition and extended the LC runtime by half a minute and 
used a different column (Hydro-RP) for better retention of polar 
species. Sufficient retention of those very polar species was 
important to allow diversion of the salt-containing eluates in the 
beginning of the gradient to waste. We also aimed to evenly 
distribute all the eluting analytes throughout the duration of the 
data window to reduce the number of co-eluting analytes 
therefore minimizing ion suppression and matrix effects. 
Sufficient organic wash at the end of the gradient was needed 
along with ample aqueous equilibration so we could maintain RT 
reproducibility and elongate column life. Within the 2.5-min LC 
runtime, we were able to resolve several groups of isomers 
(Figure 7). Morphine (0.47 min), hydromorphone (0.98 min), 
norcodeine (1.08 min) and norhydrocodone (1.18 min) were 

 

Figure 6.  Peak integration and definition for EDDP. 
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shown in Insert A, oxymorphone (0.46 min) and noroxycodone 
(1.14 min) were shown in Insert B, and amitriptyline (1.54 min) 
and EDDP (1.65 min) were shown in Insert C. Accurate mass 
TOF MS full scan provides the advantage of a generic 
methodology. It is a non-targeted method that allows later data 
re-interrogation to serach for unanticipated drugs. This is 
particularly important in the scenario of designer drugs where 
new drugs emerge on a monthly basis. But full scan TOF MS 
approach, in a lot of cases, is not selective enough when 
analyzing biological samples where matrix interference is 
common. SWATH® acquisition is a non-targeted method 
providing selective MS/MS detection of every single analyte in 
addition to the full scan TOF MS data. 

Sample Set 1 

Sample set 1 were urine samples spiked with all the compounds 
in Compound List 1 (Table 1) at various concentrations. Post-

acquisition processing involved performing simultaneous 
quantitation and targeted identification. Quantitation was based 
on TOF-MS information of the parent ions. For targeted 
identification, mass error, retention time error and library score 
were used (Figure 4 and 5). In Analytics portion of SCIEX OS 
1.0, the user can view the processed results either in sample 
level or compound level. This allowed the evaluation of both 
quantitation and screening results easily and quickly (Figure 8). 

At sample level, the user could easily see what was determined 
as positive identifications. We consider the samples spiked with 
these 85 analytes “challenged” samples because there would not 
be any real case sample containing all these analytes but it 
provides a  good number of compounds to use in the evaluation 
of these two acquisition methods as screening tools. For IDA-
MS/MS data acquisition, due to the confidence setting and 
criteria for qualifying components, there were a few analytes that 
did not meet all the criteria. The main reason was either skipped 

 
Figure 7.  Extracted ion chromatograms of multiple drugs (Compound list 1). 

 
Figure 8.   Reviewing data in sample and compound levels. 
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MS/MS information or poor MS/MS library matching. This was 
understandable considering the ultra-fast chromatography which 
increased the number of co-eluting substances at any moment 
during the LC run, thus reduced the quality of MS/MS spectra or 
caused the skipping of MS/MS acquisition for some analytes. 
With a longer 6.5-min gradient, all analytes were detected with 
matching to all criteria at 100% CO1 concentration. 

Using SWATH® acquisition, at the same concentration level, the 
positive rate was improved thanks to the, always-available, 
MS/MS information. Table 3 shows the true positive rates in the 
calibrators for both data acquisition methods.  

.Figure 9 shows the quantitation results for JWH 210 5-OH 
metabolite in urine.  The user has the flexibility to review 
quantitation and screening results in one place. With user-inputs 
such as the compound name, expected m/z and retention time, 
the software outlines the screening and quantitation 
performances in the table on the top of this interface. In the 
center portion of the table, the user can easily see the “Traffic 
light” system where more green colors indicated higher 
identification performance. On the right of the “Traffic lights”, the 
user can see the individual performances at each concentration 

level, such as mass error etc. Next to the “Library Score” column 
which lists the library matching score,  

Table 3. True positive rate in Set 1 mixture in urine for IDA-MS/MS 
and SWATH acquisition. 

  True Positive rate (%) 

Sample Concentration IDA-MS/MS SWATH 
acquisition 

Set 1 Level 1 50% CO1 86% 91% 

Set 1 Level 2 100% CO1 91% 95% 

Set 1 Level 3 300% CO1 96% 99% 

Set 1 Level 4 1000% CO1 100% 96% 

 

quantitation performance can be reviewed by comparing the 
“Calculated concentration” to the “Actual concentration” and 
“Accuracy”. In the same interface, the user can choose to show 
the XICs and also the calibration curve associated with each 
analyte. 

Screening and quantitation performance for all the 84 
compounds was overall satisfactory with this ultra-fast LC 

 

 

Figure 9.  Quantitation and identification results in the same interface for JWH 210 5-OH metabolite in urine. 
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method for diluted urine samples. The mass errors for all these 
analytes at all the tested concentrations were mostly within 2 
ppm. The retention time consistency was excellent. As shown in 
Table 4, the library matching for both IDA and SWATH® 
acquisition was satisfactory especially at higher concentrations 
from CO1. 

For a few analytes with much lower cutoff concentrations such 
as 6-MAM, acetyl fentanyl, buprenorphine, fentanyl, 
norbuprenorphine and norfentanyl, Figure 10 shows the 
extracted ion chromatograms with a 10 mDa extraction window 
around their accurate masses at 50% CO1 concentrations.  

Sample Set 2 

Sample set 2 were also urine samples with both calibrators and 
unknown samples. The “challenged” standard mixtures were 
blank urine samples spiked with various concentrations of a 
different compound panel from Table 1.  

A similar statistical analysis was performed to compare the 
positive rate in the Set 2 standard mixtures in urine from IDA and 
SWATH® acquisition data (Table 4). Similar to what was 
observed in sample set 1, the positive rate was slightly better for 
SWATH® acquisition data. 

20 unknown urine samples were used to further demonstrate the 
screening performance of this ultra-fast method. Unknown 1 and 
2 were quality control urine samples spiked with all the analytes 
at different levels. Sample 3 through 20 were true unknown 
samples. There was a total of 82 true positive identifications from 
Sample 3 to Sample 20. In a previous test, all the calibrators and 
unknowns were tested with a 6.5-minute LC method using both 
IDA-MS/MS and SWATH® acquisition. With the 6.5-minute 
method, the true positive rates were both 96.3% for IDA-MS/MS 
and SWATH® acquisition, respectively. As previously observed 
in the first sample set, the imperfection in positive identification 
was either due to skipped MS/MS scan (IDA) or poor library 
match (SWATH® acquisition). True positive rates were lower 
(84.2%) for the IDA-MS/MS with the shorter 2.5-minute method 

 

 

Figure 10.  Extracted chromatograms of parent ions of selected analytes in urine at Level 1. 
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due to the higher possibility of missing MS/MS scans. For the 
2.5-minute SWATH ® acquisition, the true positive rate was 
significantly improved at 93.9% (Table 5). 

 

Table 4. True positive rate in Set 2 mixtures in urine for IDA-MS/MS 
and SWATH® acquisition.   

  True Positive rate (%) 

Sample Concentration IDA-MS/MS SWATH 
acquisition 

Set 2 Level 1 40% CO2 93% 96% 

Set 2 Level 2 80% CO2 95% 100% 

Set 2 Level 3 100% CO2 95% 99% 

Set 2 Level 4 200% CO2 98% 100% 

Set 2 Level 5 300% CO2 99% 100% 

Set 2 Level 6 500% CO2 99% 99% 

Set 2 Level 7 1000% CO2 99% 99% 

 

Quantitation was again performed with TOF-MS information and 
the results from the 6.5-minute and 2.5-minute methods agreed 
(data not shown). 

Discussion 
Choice of data acquisition approach 

The main question to ask is when to use which data acquisition 
approach for screening applications.   

In situations that throughput is the priority, and a short LC 
method is used, the results from this study suggests the 
preferred data acquisition approach would be SWATH® 
acquisition. The results from Sample set 2 clearly demonstrated 
the nearly equal screening performance between the 6.5-minute 
and 2.5-minute methods when SWATH® acquisition was used.  

Based on the results from the two sample sets, it was clear that 
for ultra-fast LC method, SWATH® acquisition yielded better 
positive rate than IDA due to its complete coverage of MS/MS 
information. When a longer LC method was used, IDA and 
SWATH® acquisition gave equally excellent performances. The 
size of data files of SWATH acquisition was usually more than 
twice the size of the corresponding IDA-MS/MS data. Therefore, 
in situations when throughput was not the primary consideration, 
the IDA-MS/MS approach should be considered as the primary 
data acquisition approach for screening. 

Conclusion 
In this technical note, we have developed a super-fast 
screening/quantitation method in forensic setting; under 3 
minutes using the SCIEX X500R QTOF LC-MS/MS system. Two 
non-targeted data acquisition methods: IDA-MS/MS and 
MS/MSAll with SWATH® acquisition were both tested and 
compared. Depending on the specific requirement of the 
screening method, both IDA-MS/MS and SWATH® acquisition 
have their advantage and disadvantage in certain areas and user 
should be flexible to adopt either approach with appropriate 
method settings. 
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Table 5:   Screening 
performance for unknown 
samples.  

     

Sample 6.5 min IDA 6.5 min SWATH 2.5 min IDA 2.5 min SWATH 

Unknown 03 Gabapentin Gabapentin Gabapentin Gabapentin 

 Oxazepam Oxazepam Oxazepam Oxazepam 

Unknown 04 Cotinine Cotinine Cotinine Cotinine 

 Gabapentin Gabapentin Gabapentin Gabapentin 

 Naltrexone Naltrexone Naltrexone Naltrexone 

Unknown 05 Cotinine Cotinine Cotinine Cotinine 

 Gabapentin Gabapentin Gabapentin Gabapentin 

 Oxazepam Oxazepam  Oxazepam 

 Temazepam Temazepam  Temazepam 

 Nordiazepam Nordiazepam   

  mCPP mCPP mCPP 

Unknown 06 7-Aminoclonazepam 7-Aminoclonazepam 7-Aminoclonazepam 7-Aminoclonazepam 

 Acetaminophen Acetaminophen Acetaminophen Acetaminophen 

 Alpha-hydroxyalprazolam Alpha-hydroxyalprazolam Alpha-hydroxyalprazolam Alpha-hydroxyalprazolam 

 Benzoylecgonine Benzoylecgonine Benzoylecgonine Benzoylecgonine 

 Cotinine Cotinine Cotinine Cotinine 

 Naltrexone Naltrexone  Naltrexone 

  Alprazolam  Alprazolam 

Unknown 07 Acetaminophen Acetaminophen Acetaminophen Acetaminophen 

 Buprenorphine Buprenorphine Buprenorphine Buprenorphine 

 Cotinine Cotinine Cotinine Cotinine 

 Gabapentin Gabapentin  Gabapentin 

 Naloxone Naloxone Naloxone Naloxone 

 Norbuprenorphine Norbuprenorphine Norbuprenorphine Norbuprenorphine 

Unknown 08 Cotinine Cotinine Cotinine Cotinine 

 mCPP mCPP  mCPP 

Unknown 09 Cotinine Cotinine Cotinine Cotinine 

Unknown 10 Cotinine Cotinine Cotinine Cotinine 

 Quetiapine Quetiapine Quetiapine  

Unknown 11 and 12 Acetaminophen Acetaminophen Acetaminophen Acetaminophen 

 Buprenorphine Buprenorphine Buprenorphine Buprenorphine 

 Cotinine Cotinine Cotinine Cotinine 

 Naloxone Naloxone Naloxone Naloxone 

 Norbuprenorphine Norbuprenorphine Norbuprenorphine Norbuprenorphine 
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Unknown 14 7-Aminoclonazepam 7-Aminoclonazepam 7-Aminoclonazepam 7-Aminoclonazepam 

 Acetaminophen    

 Benzoylecgonine Benzoylecgonine Benzoylecgonine Benzoylecgonine 

 Buprenorphine Buprenorphine Buprenorphine Buprenorphine 

 Cotinine Cotinine Cotinine Cotinine 

 Lorazepam Lorazepam Lorazepam Lorazepam 

 Naloxone Naloxone Naloxone Naloxone 

 Norbuprenorphine Norbuprenorphine Norbuprenorphine Norbuprenorphine 

 Norfentanyl    

Unknown 15 Acetaminophen Acetaminophen Acetaminophen Acetaminophen 

 Cotinine Cotinine Cotinine Cotinine 

 mCPP mCPP   

Unknown 16 Cotinine Cotinine Cotinine Cotinine 

 Naltrexone Naltrexone Naltrexone Naltrexone 

Unknown 17 Acetaminophen Acetaminophen  Acetaminophen 

 Buprenorphine Buprenorphine Buprenorphine Buprenorphine 

 EDDP EDDP EDDP EDDP 

 Fentanyl Fentanyl Fentanyl Fentanyl 

 Hydrocodone Hydrocodone  Hydrocodone 

 Hydromorphone Hydromorphone Hydromorphone Hydromorphone 

 Meperidine Meperidine Meperidine Meperidine 

 Methadone Methadone Methadone Methadone 

 Norbuprenorphine Norbuprenorphine Norbuprenorphine Norbuprenorphine 

 Norfentanyl Norfentanyl  Norfentanyl 

 Oxycodone Oxycodone Oxycodone Oxycodone 

 Tapentadol Tapentadol Tapentadol Tapentadol 

 Tramadol Tramadol Tramadol Tramadol 

  Codeine Codeine Codeine 

Unknown 18 and 19 6-MAM 6-MAM 6-MAM 6-MAM 

 Codeine Codeine Codeine Codeine 

 Cotinine Cotinine Cotinine Cotinine 

 Gabapentin Gabapentin Gabapentin Gabapentin 

Unknown 20 Acetaminophen Acetaminophen Acetaminophen Acetaminophen 

 Cotinine  Cotinine Cotinine 

Detected Positives/True 
positives 79/82 79/82 69/82 77/82 

True positive rate 96.3% 96.3% 84.2% 93.9% 
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